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Enzyme-based electrochemical sensors, such as those used 
in glucometers, have been successfully commercialized and 
their use is now widespread. However, highly multiplexed 

enzymatic detection is challenging as the range of enzymes ame-
nable to this method is limited and the optimal activity conditions 
of each enzyme can vary greatly. Affinity-based electrochemical 
biosensors (for example, those using antibodies, aptamers and so 
on) offer a potential alternative for inexpensive, disposable and 
sensitive multiplexed point-of-care diagnostics for home health-
care. A plethora of assays and surface chemistries in the scientific 
literature have been successfully implemented using affinity-based 
electrochemical sensors1, but commercialization of this technol-
ogy for clinical diagnostics has been hindered by their inability to 
maintain sensing functionality when exposed to biological fluids 
such as plasma or blood2.

The challenge is that in electrochemical biosensing, the electrode 
configuration, together with the instrument and sample, conform to 
a closed electrical and ionic circuit (Fig. 1a) where, unlike in opti-
cal biosensors, the interrogation-reading process is coupled. Thus, 
any materials present in complex samples that bind the electrodes 
non-specifically will decrease the current and sensitivity. Likewise, 
traditional antifouling coatings (for example, bovine serum albu-
min (BSA) and poly(ethylene glycol) self-assembled monolayers 
(PEG-SAMs))3 also hinder electron transfer, resulting in a double-
edged antifouling strategy4,5. Here, we attempted to overcome this 
problem by creating a three-dimensional (3D) nanocomposite 
matrix composed of BSA interlaced with conductive nanomaterials 
including gold nanowires (AuNWs), gold nanoparticles (AuNPs) or 
carbon nanotubes (CNTs) (Fig. 1b), which sustain electron trans-
fer to the underlying electrode while improving analytical quality 
parameters6, and while also reducing non-specific binding and sup-
porting functionalization with antibodies or other bioreceptors.  
Nanocomposites were prepared by mixing and sonication- 

centrifugation where homogenization was required, before drop-
casting on the surface of gold electrode chips to form a coating 
(Fig. 1c). Sensor performance was evaluated via cyclic voltammetry, 
with the electrodes being cycled between oxidation and reduction 
potentials of an electrochemically active solution of potassium ferri-
ferrocyanide (Fig. 1d). Both the peak-to-peak separation (ΔEp) and 
current density from this redox process were used to assess electron 
transfer kinetics between the electrode surface and solution, thus 
reflecting the overall quality and state of the solid–liquid interface.

While BSA and BSA/AuNW coatings resulted in total passiv-
ation, BSA/AuNP and BSA/CNT coatings maintained 25 and 75% of 
current density (Fig. 1d,e), respectively, in part due to nanoparticle-
mediated electron transfer7–9. When we measured the antifouling 
properties of these coatings by carrying out measurements before 
and after 1-d incubation in buffer containing 1% BSA, all coatings 
exhibited similarly reduced electrochemical performance except for 
the BSA/CNTs, which maintained a relatively high current and low 
ΔEp, whereas BSA/AuNPs displayed broad ΔEp up to 0.4 V indicat-
ing limited diffusion of ferri-/ferrocyanide to the electrode surface 
due to biofouling10,11 (Fig. 1e). To circumvent this limitation, we 
added glutaraldehyde (GA) to cross-link BSA molecules, thereby 
creating a porous 3D protein matrix impregnated with conducting 
nanomaterials (Fig. 1b) and thus improving overall electrochemi-
cal performance. However, total passivation of the BSA/AuNP/GA 
composite occurred due to plugging of matrix pores by nanopar-
ticles (Fig. 1d,e). After 1-d incubation in 1% BSA, the BSA/AuNW/
GA coating maintained 92% of current density and ΔEp = 110 mV. 
To assess the mass transport of potassium ferri-/ferrocyanide on 
BSA/AuNW/GA-coated electrodes, we evaluated voltammograms 
at different scan rates, which generated profiles similar to those 
observed on bare gold electrodes (Fig. 1f) and currents proportional 
to the square root of the scan rate, indicating a diffusion-limited 
process (Fig. 1g).
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To better understand these enhanced electrochemical properties, 
we characterized the porosity and topography of the coating using 
transmission electron microscopy (TEM), which revealed that, dur-
ing nanocomposite formation, BSA proteins adsorb around the 
wires through hydrophobic and electrostatic interactions with cetri-
monium bromide, a positively charged ionic surfactant used to sta-
bilize AuNWs12 (Supplementary Fig. 1). After BSA is cross-linked 
with GA, a thicker, porous, sponge-like protein matrix is generated 
(Supplementary Fig. 1). This was confirmed by scanning electron 
microscopy (SEM) analysis (Fig. 2a), revealing aggregates on BSA/
GA-coated electrodes (Fig. 2a) similar to those observed in BSA 
nanoparticles used for drug delivery13–15. The most extensive poros-
ity was observed in BSA/AuNW/GA coatings occupying 7.5 ± 0.5% 
of the total area, with an average pore density of 71 ± 9 pores µm−2, 
average pore radius of 29 ± 3 nm and average nearest-neighbour dis-
tance between pores of 59.9 nm. Atomic force microscopic (AFM) 
analysis confirmed that addition of AuNWs to the GA-cross-linked 
BSA composite increased the roughness of the coating due to pore 
formation (Fig. 2b and Supplementary Fig. 2), with an average 
pore depth of 4.3 ± 1.0 nm (Fig. 2c) and maximum pore depth of 
7.9 ± 0.6 nm.

Electrochemical behaviour
Considering the porosity of the BSA/AuNW/GA-coated electrodes 
and their excellent electrochemical properties, we hypothesized that 
the coating behaves as a recessed nanoelectrode ensemble with each 

pore acting as an individual nanoelectrode. Similar behaviour has 
been observed in thermoresponsive hydrogel-coated electrodes dis-
playing different steady-state or transient voltammogram responses 
depending on the shrunken or swollen state of the hydrogel, result-
ing from through-film transport or pore diffusion of electro-
active species16. The electrochemical behaviour of a nanoelectrode 
ensemble depends on the size of each nanoelectrode, the recesses, 
the pore-to-pore distance, the diffusion coefficient of the species in 
solution and the time scale of the experiment, which is determined 
in cyclic voltammetry by the scan rate17. At fast scan rates the dif-
fusion through each pore is independent and the overall ensemble 
displays a planar diffusion profile, whereas at slower scan rates the 
diffusion layers outgrow the pores and display a semi-infinite radial 
diffusion profile with sigmoidal voltammogram responses—that is, 
a sigmoidal-shaped voltammogram with all nanoelectrodes con-
tributing to the overall current. At very slow scan rates, or in the 
case where the pore-to-pore distance is not sufficiently large, the 
diffusion layer of each AuNW or pore will overlap with adjacent dif-
fusion layers to yield a semi-infinite linear diffusion profile with typ-
ical transient voltammograms and overall currents similar to those 
observed in a macro-electrode18,19. We observed that, for a range of 
scan rates, the BSA/AuNW/GA-coated electrodes display transient 
voltammograms (Fig. 1f) suggesting overlapped diffusion profiles 
due to the short pore-to-pore distances. A simple model consider-
ing only the diffusion of the electro-active species and pore-to-pore 
distances, and the model of Guo and Lindner17 (which also takes 
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and counter-electrode. d, Typical voltammograms showing oxidation and reduction peaks of an equimolar solution of 5 mM ferri-/ferrocyanide of various 
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into account pore size, recess and scan rate), predict overlapping of 
diffusion profiles between the pores because the distance between 
the pores is shorter than the distance diffused by the electro-active 
species (see Methods).

Although we observed some current in the BSA/AuNP-coated 
electrodes, the cross-linking in BSA/AuNP/GA passivated the elec-
trode (Fig. 1d, left versus right). To understand this behaviour, we 
carried out a further study based on the hypothesis that the BSA layer 
formed on the electrodes at this concentration is insulating, as seen 
for BSA-coated electrodes (Fig. 1d), but that charge transfer between 
electro-active species in solution and the electrodes can happen 
at the surface of AuNPs through nanoparticle-mediated electron 
transfer when these particles are uncovered and located at the distal 
end of a thin organic coating8,9, as we observed here (Supplementary 
Figs. 3 and 4a). TEM and SEM images of the BSA/AuNP coating 
revealed that, unlike the case of AuNWs, BSA adsorption on AuNPs 
is limited due to electrostatic repulsion between BSA and the well-
dispersed, citrate-capped AuNPs20 (Supplementary Figs. 1 and 3). 
AFM measurements showed that, because BSA coating thickness 
is relatively thin (Supplementary Fig. 4b), by controlling particle-
to-particle distance and scan rate we achieved different diffusion 
regimes with either quasi-steady-state or transient voltammograms 
(Supplementary Fig. 4c). SEM images revealed nanoparticle con-
centrations of 6.7 µm−2 (Supplementary Fig. 3) corresponding to an 
average particle-to-particle distance of 193 nm, which is sufficiently 
disperse to ensure quasi-steady-state electrochemical behaviour17.

Moreover, the impedance for the BSA/AuNP-coated elec-
trodes shows semi-circular profiles (Supplementary Fig. 4d), 
like those previously observed for ultra-low-density, randomly 
grown, vertically aligned carbon nanofibres due to nanoelectrode 
size21. Unlike AuNWs, the AuNPs do not merge within the BSA 
matrix during cross-linking and thus they finally clog the pores 
because their diameter (20 nm) is >89% that of the pores in the 
coating (Supplementary Fig. 4e). As a result of this clogging, dif-
ferent pore morphology and density can be observed when com-
paring the SEM micrographs for BSA/AuNW/GA versus BSA/
AuNP/GA, with the latter clearly showing smaller and fewer 
pores (Supplementary Fig. 3). As the thickness of the cross-linked 
nanocomposite increases (Supplementary Fig. 4f), the electron 
transfer kinetics becomes hindered and charge transfer from elec-
tro-active species in solution to the underlying electrode is not 
possible because of limited diffusion and, as previously shown, the 
presence of even a very thin organic coating on top of nanopar-
ticles (Fig. 1d) passivates the electrodes7.

Antifouling mechanism
The antifouling properties of the BSA/AuNW/GA coatings also 
arise from the enhanced porosity of the cross-linked BSA matrix, 
which efficiently size-excludes particles that are too large to diffuse 
through the pores, thereby blocking their access to the electrode 
surface22. In our case, 69% of the pores present on the surface of 
the coating are smaller in diameter than the typical effective length 
of 18.1 nm for a BSA protein under physiological conditions23. BSA 
has an isoelectric point of ~4.7 at which it tends to aggregate, but 
aggregation is prevented at physiological pH. In this manner, non-
specific adsorption of soluble albumin molecules present in the 
assay (albumin accounts for ~60% of total protein in plasma) is pre-
vented due to charge repulsion, and so we used this abundant pro-
tein, which is normally a major cause of fouling, to our advantage.

To explore this further, we carried out a control study to determine 
whether a small and positively charged protein in plasma could poten-
tially adsorb onto the coating through electrostatic attraction and clog 
the pores. Human prostate-specific antigen (PSA), a 34-kD glycopro-
tein with a positive electrostatic surface potential and a net charge of 
+5 (ref. 24), was incubated on BSA/AuNW/GA-coated electrodes that 
were either unfunctionalized or functionalized using carbodiimide 
conjugation chemistry with an anti-IL-6 antibody or an anti-PSA anti-
body. When we carried out an electrochemical enzymatic sandwich 
detection assay with horseradish peroxidase (HRP)-labelled anti-PSA 
antibody, we observed a redox current for the positive control but no 
signal for the unfunctionalized BSA/AuNW/GA-coated electrode, nor 
with that functionalized with anti-IL-6 antibody (Supplementary Fig. 
5a,b). Thus, electrostatic interactions between positively charged pro-
teins and BSA from the coating are not sufficiently strong to sustain 
fouling or clogging of the pores.

cross-linking mechanism
BSA cross-linked with GA has previously been reported to pro-
duce 3D nanostructures in the form of porous hydrogels25. During 
protein cross-linking, several functional groups can react with 
GA, including amines, thiols, phenols and imidazoles. When we 
analysed the location of potential reactive groups in lysine, tyro-
sine, tryptophan, histidine, cysteine and arginine residues within 
the BSA protein (PDB ID: 4F5S) we found that, unlike other resi-
dues, most of the ε-amines from lysine residues are exposed on the 
solvent-accessible surface (Van der Waals distance = +1.5 Å) of the 
protein (Fig. 3a), which is in agreement with previous findings indi-
cating that cross-linking between proteins and GA occurs predomi-
nantly through lysine residues26.
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Although the cross-linking reaction is not clearly understood, a 
simple mechanism involving Schiff base with both ends of mono-
meric GA has long been ruled out since the reversibility of this reac-
tion contradicts the irreversible cross-linking conjugation observed 
experimentally26,27. In the presence of primary amines, GA can react 
quickly to yield polymers of pyridine, which are the structural glue 
responsible for cross-linking27. The products of this rapid cross-
linking mechanism are 3D molecular networks, and the reaction 
can be followed as an increase in absorbance at 265–270 nm (ref. 
27; Fig. 3b and Supplementary Fig. 6a) while the native conforma-
tion of the protein is maintained as observed by circular dichroism 
spectroscopy (Fig. 3c and Supplementary Fig. 6b). Although the 
reaction yielding large products occurs within minutes, consolida-
tion of larger structures occurs with the ageing18 and accessibility of 
lysine residues26, as we corroborated with a 24-h incubation experi-
ment (Supplementary Fig. 7a). This is consistent with previous work 
showing that incubation times of 18 h or more are required to form 
BSA nanoparticles through cross-linking with GA13–15.

The pyridine polymer formation mechanism requires at least 
five GA molecules to yield an effective polymer cross-linking 
between two amines, effectively forming a linkage between two 
BSA proteins; thus, the average number of linkages per BSA can be 
used to predict the morphology of the final product27. Composites 
with two, one or fewer linkages per BSA will yield linear BSA poly-
mers, dimers or monomers, respectively, whereas those with an 
average number of linkages similar to, or higher than, the num-
ber of available reactive amino acids (54) will yield highly cross-
linked and compact BSA polymers with an excess of unreacted GA 
on their surface. The excess of pyridine polymers on the surface of 
these coatings will probably react with fouling proteins, blocking  
and clogging the pores, and thus result in poor antifouling capacity.  

Quantification of the average number of linkages per BSA for the  
coatings formulated as 0.1 BSA/0.1 GA, 1 BSA/0.1 GA and 5 BSA/ 
0.1 GA revealed that the BSA polymers yield mostly dimers and  
monomers (Fig. 3d), whereas the 0.1 BSA/1 GA, 0.1 BSA/5 GA, 1 BSA/ 
5 GA and 5 BSA/5 GA coatings are heavily cross-linked (Fig. 3d).  
The 1 BSA/1 GA and 5 BSA/1 GA coatings have an average of 22 and 
four linkages between BSA particles, respectively and, in this case, 
a 3D matrix forms (Fig. 3d), which is in agreement with these two 
coatings exhibiting the best antifouling performance (Fig. 3e).

Moreover, we expect that a 3D coating with good performance 
should also be homogeneously cross-linked with well-defined pore 
sizes and number of linkages per BSA. If the number of linkages per 
BSA protein is a discrete probability distribution (see Methods), the 
composite 5 BSA/1 GA will have a narrower distribution of bonds 
per BSA molecule (Fig. 3f), with 80% of the BSA protein molecules 
bound to between one and six other BSA proteins. In contrast, the 
1 BSA/1 GA coating has a higher average number of linkages per 
BSA and a broader distribution (80% of BSA proteins have 16–28 
linkages), thus leading to more heterogeneous and compact coat-
ings with smaller pore size. This explains why the current density 
for the 1 BSA/1 GA coating is slightly lower with a broader peak-
to-peak separation (Fig. 3e). All in all, the optimal BSA/AuNW/GA 
contained 5 mg ml−1 BSA, 1% GA and ≥50 μg ml−1 AuNW consider-
ing highest current density, smallest peak-to-peak distance and low-
est drop in performance after 1-d incubation in 1% BSA.

Analysis in plasma
For clinical diagnostics, it is crucial to understand the perfor-
mance of sensors in complex biological fluids. We therefore chal-
lenged the electrochemical sensors coated with the optimized 
BSA/AuNW/GA nanocomposite by incubating them in either 
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1% BSA, unprocessed human serum or plasma. Impressively, 
the BSA/AuNW/GA coating demonstrated excellent antifouling 
behaviour in these fluids with only minimal (~7%) loss of sensi-
tivity after 1-month exposure (Fig. 4a). The same scenario using 
PEG-SAM-coated gold electrodes resulted in total passivation 
after 1-h incubation (Fig. 4a) as expected28, whereas betaine-
SAM and betaine/PEG-SAM withheld up to 80% of the current 
density after 1-h incubation in 1% BSA, but the current densities 
recorded immediately after formation of these coatings were at 
least 50% lower than those observed for bare gold (Fig. 4a). In 
contrast, the current densities displayed by the BSA/AuNW/GA 
nanocomposite coating remained high and were comparable to 
those of the native gold electrode even after 1-month exposure to 
complex fluids (Fig. 4a).

This approach was adapted to develop an affinity-based electro-
chemical sensor by functionalizing the BSA/AuNW/GA coating 

with an antibody directed against clinically relevant target biomol-
ecules, including the inflammatory cytokine Interleukin-6 (IL-6), 
insulin and glucagon hormones. An electrochemical enzymatic 
sandwich detection assay was carried out, by sequentially incu-
bating the electrodes coated with target-specific antibodies with 
soluble IL-6, insulin or glucagon, biotinylated anti-target detection 
antibodies, streptavidin conjugated to HRP and finally the addition 
of a formulation of tetramethylbenzidine (TMB) that precipitates on 
the surface coating of the electrode when oxidized by HRP, yielding 
an electro-active product that can be detected using cyclic voltam-
metry29. The voltammogram revealed irreversible electrochemical 
oxidation in the case of PEG-SAM-coated electrodes, whereas well-
defined redox peaks were obtained for BSA/AuNW/GA-coated 
electrodes (Fig. 4b). These studies confirmed that IL-6, insulin and 
glucagon could readily be detected using BSA/AuNW/GA-coated 
electrochemical sensors in both PBS (Supplementary Fig. 8a) and 
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human serum or human plasma (n = 4 independent electrodes, error bars represent the s.d. of the mean). b, Comparison of TMB oxidation and reduction 
peaks on IL-6 biosensor (assay carried out in PBS) fabricated using BSA/GA, PEG-SAM and BSA/AuNW/GA. c, Calibration curve for the detection of IL-6 
in unprocessed human plasma for BSA/AuNW/GA-coated electrodes (red) and electrodes prepared using a PEG-SAM-based surface chemistry (black). 
n = 4 independent electrodes, circles represent the mean value of current density and error bars represent the s.d. of the mean. d, Cyclic voltammograms 
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1% BSA (Supplementary Fig. 8b–d). More importantly, IL-6 could 
be detected in unprocessed human plasma with a limit of detec-
tion (LOD) of 23 pg ml−1 (Fig. 4c) but, in contrast, electrode chips 
prepared with anti-IL-6 antibodies immobilized on a PEG-SAM 
base could be detected only in PBS (Supplementary Fig. 8a) and no 
signal was detected at all in complex fluids such as plasma (Fig. 4c). 
Additionally, fabrication of the chip and detection of IL-6 in human 
plasma could be followed step-by-step by measuring the difference 
in charge transfer resistance (Rct) of the biosensor by electrochemi-
cal impedance spectroscopy (EIS) (Supplementary Fig. 9).

Although BSA/AuNW/GA-coated electrodes stored in 1% BSA 
at 4 °C maintained good current (Supplementary Fig. 7b), the shelf-
life of a biosensor may be limited by the stability of the function-
alized bioreceptor due to degradation or detachment caused by 
surface regeneration. When we functionalized the BSA/AuNW/
GA-coated electrodes with anti-IL-6 antibodies, we were success-
ful in regenerating and repeating electrochemical sensing assays 
by washing used electrode chips with 2 mM glycine hydrochloride 
(Fig. 4d). This allowed us to detect 200 pg ml−1 IL-6, regenerate the 
surface to repeat the assay and repeat the process after storage for 
1 week and 1 month in 1% BSA (Fig. 4d), with minimum 1 current 
density loss (Supplementary Fig. 7c).

conclusion
In summary, we have demonstrated that a simple drop-casting 
method can be used to coat electrodes with a 3D porous BSA matrix 
impregnated with highly conductive nanomaterials that are collec-
tively cross-linked with GA. This provides enhanced antifouling 
properties while retaining electrochemical performance even after 
long-term exposure to complex biological fluids. The porous BSA 
backbone of the matrix prevents non-specific protein adsorption, 
while allowing diffusion of soluble electro-active species through 
to the electrode with minimal hindrance as compared to traditional 
antifouling coatings. Fabrication conditions were optimized to 
achieve optimal porosity and stability, and to avoid undesired cross-
linker reactivity. As a result, the gold electrodes retained >88% cur-
rent density after coating with the BSA/AuNW/GA nanocomposite 
and there was a signal loss of only ~10% after 1-month storage in 
direct contact with unprocessed human plasma at 4 oC, showing a 
significantly better performance than other state-of-the-art anti-
fouling coatings (Supplementary Table 1). We also demonstrated 
the potential commercial and clinical utility of this approach with 
a highly specific biosensor for the detection of inflammatory cyto-
kine IL-6 in unprocessed human plasma, as well as two hormones 
(insulin and glucagon) in 1% BSA. Moreover, these biosensors can 
be reused after washing with minimal signal loss, allowing repeated 
measurements when continuous monitoring of biomarkers is 
required. This method can be extended to other substrates and bio-
receptors where sensitive detection in a complex matrix is required, 
and thus they may be useful in the development of both enzyme- 
and affinity-based electrochemical sensors in various medical and 
non-medical applications, including in-hospital biodetection, envi-
ronmental toxin sensing, small-molecule detection and implantable 
medical devices, as well as for point-of-care diagnostics.
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Methods
Nanocomposite preparation. The BSA/AuMW nanocomposite was prepared by 
mixing 1 ml AuNW dispersion at ≥50 μg ml−1 (diameter 30 nm, length 4,500 nm; 
Sigma-Aldrich, no. 716944) with 5.0 mg BSA (Sigma-Aldrich, product no. A7906) 
and sonication for 5 min (Bransonic, CPX 3800). The BSA/AuNP composite was 
prepared by mixing 1 ml AuNP (diameter 20 nm; Sigma-Aldrich, no. 741965) 
dispersion (~6.54 × 1011 particles ml−1) with 5.0 mg BSA. The BSA/CNT composite 
was prepared by mixing 1.0 mg CNT (diameter 1.1 nm, length 5–30 µm; US 
Research Nanomaterials, Inc., no. US4112) and 5.0 mg BSA in 1 ml PBS. The 
mixture was sonicated in a tip sonicator for 30 min with on/off intervals of 1 s 
at 50% amplitude, 125 W and 20 kHz (Qsonica Q125), yielding an opaque black 
solution with a foam layer. After centrifugation at 16.1 relative centrifugal force 
for 15 min, the semi-transparent solution was recovered and the black precipitate 
discarded. Composites were stored at 4 °C.

Electrode coating and functionalization. The electrode chips were sonicated 
with isopropyl alcohol for 5 min to remove the protective resin, and the surface 
was cleaned with oxygen plasma (2 min, 0.5 mbar O2, 50 W). A coating solution 
consisting of 69 μl of nanocomposite solution (containing either CNT, AuNP, 
1:1,000 dilution of AuNP, AuNW or only BSA as a control) was directly mixed 
with 1 μl of 70% GA (Sigma-Aldrich, no. G7776) by pipetting, rapid drop-
casting on each electrode chip and maintenance in a water-saturated atmosphere 
for 24 h at room temperature. The electrode chips were rinsed with PBS 
(Thermo Fisher Scientific, no. 14190144) in a shaker for 30 min. At this point 
the electrode chips can either be functionalized using carbodiimide chemistry 
or stored in a N2 atmosphere at 4 °C for 5 weeks. For comparative studies, 
further electrode chips were coated with a self-assembled monolayer of either 
a carboxylic bipodal PEGylated alkanethiol (22-(3,5-bis((6-mercaptohexyl)
oxy)phenyl)-3,6,9,12,15,18,21-heptaoxadocosanoic acid dithiol) (PEG-SAM; 
SensoPath Technologies, no. SPT-0014A6), a sulfobetaine3-undecanethiol 
(N-(11-mercaptoundecyl)-N,N-dimethyl-3-ammonio-1-propanesulfonate) 
(betaine-SAM; Dojindo Molecular Technologies Inc., no. S350-10) or a 10:1 
co-immobilization of sulfobetaine3-undecanethiol with thiol-PEG4-acid 
(1-mercapto-3,6,9,12-tetraoxapentadecan-15-oic acid)-labelled betaine/PEG-
SAM (Broadpharm, no. BP-21116). To prepare the PEG-SAM electrodes, 10 µl 
of an ethanolic solution of 1 mM of carboxylic bipodal PEGylated alkanethiol 
was drop-cast on a clean electrode chip and allowed to form a SAM for 24 h 
in an ethanol-saturated atmosphere, after which the electrodes were rinsed 
in ethanol. In the case of betaine-SAM and betaine/PEG-SAM, 10 µl of PBS 
solution of sulfobetaine3-undecanethiol 20 µM or co-immobilization of 200 µM 
sulfobetaine3-undecanethiol and 20 µM thiol-PEG4-acid, respectively, was drop-
cast and allowed to form a SAM for 24 h in a water-saturared atmosphere, after 
which the electrodes were thoroughly rinsed in PBS. At this point the electrode 
chips can be either functionalized—for instance, with carbodiimide chemistry—
or stored in a N2 atmosphere for up to 1 week to prevent oxidation of the thiol 
groups. The carboxylic end of PEG-SAM was neutralized with ethanolamine 
(Sigma-Aldrich, no. E9508) before any fouling study.

Redox species can undergo electron transfer with AuNP7 or CNTs7 when 
immobilized at the distal end of an electrode coated with a passivating 
organic layer, rather than tunnelling across the insulating layer8. For very thin 
coatings (<20 Å), the electron transfer kinetics is independent of thickness 
and voltammograms such as those of pristine electrodes are observed. As the 
thickness of the layer increases (>20 Å), as in the present study, electron transfer 
kinetics are hindered and the electrodes gradually passivate9. Additionally, the 
sonication of BSA/CNT drives an irreversible change in BSA structure, different 
from thermal denaturation, which enhances surface activity, hydrophobicity 
and charge leading to non-covalent protein aggregate30. BSA proteins also 
interact non-covalently with CNT through hydrophobic and van der Waals 
interactions, forming protein coronas that increase their solubility31,32; therefore, 
a large portion of BSA was discarded after centrifugation. By measuring the 
ultraviolet (UV) absorption of the BSA/CNT solution at 280 nm after sonication 
and centrifugation (Supplementary Fig. 1a), we were able to estimate the 
concentration of BSA; however, the interaction between BSA and carboxylated 
CNT can generate hyperchromicity, enhancing UV absorption at 280 nm due 
to altered conformation of the aromatic amino acid residues binding to the 
CNT33. This effect is more evident in the BSA/CNT/GA (Supplementary Fig. 
1a), and could lead to an overestimation of free BSA protein in BSA/CNT 
and, therefore, the BSA concentration was no higher than 3.6 mg ml−1 (versus 
4.89 ± 0.12 mg ml−1 in other nanocomposite formulations).

Electrochemical characterization of electrodes and coatings. All electrochemical 
experiments were carried out on planar microfabricated chips (Supplementary 
Information) containing four working electrodes (geometric area 0.159 mm2 for 
signal normalization), a common pseudo-reference gold electrode and a common 
gold counter-electrode. The electrode chips were connected to a potentiostat 
(Autolab PGSTAT128N, Metrohm; VSP, Bio-Logic) through an in-house-
built connector box, and the nanocomposite coatings were electrochemically 
characterized in redox aqueous solution (K4Fe(CN)6/K3Fe(CN)6 5 mM in 1 M KCl) 
by cyclic voltametry (scan rate 100 mV s−1 between −0.5 and 0.5 V versus open 

circuit potential) and EIS (0.1 MHz to 0.1 Hz, 5 mV amplitude versus open circuit 
potential, 50 measurements logarithmically spaced).

Characterization of nanocomposite coating by UV spectroscopy and 
circular dichroism. The composites were characterized by UV spectroscopy 
(Nanodrop 2000c, Thermo Scientific) before and after addition of GA to a final 
concentration of 1%, to elucidate changes in the absorbance bands of the peptide 
backbone or the aromatic rings due to the formation of the conjugated protein. 
Circular dichroism spectroscopy (J-815, Jasco) was used to characterize protein 
denaturation, formation of secondary structures due to conjugation with the 
nanomaterials34,35 or protein loss due to centrifugation, sonication or cross-
linking. The samples were diluted 1:25 in 10 mM potassium dibasic phosphate 
(Sigma-Aldrich, no. P3786) and 10 mM potassium monobasic phosphate (Sigma-
Aldrich, no. P5655) buffer containing 140 mM sodium fluoride (Sigma-Aldrich, 
no. S7920), to reduce the high UV absorption of chloride ions in the lower region 
of the spectra.

Surface and topography characterization by SEM, TEM and AFM. 
Topographic characterization for the coatings was carried out by SEM (Ultra55, 
Zeiss), TEM (JEM-1400, JEOL) and AFM (Cypher, Asylum Research; DI-3100, 
Veeco). SEM characterization was carried out on nanocomposite coatings 
prepared on electrode chips. The samples were also coated with a thin layer of 
5 nm Pt and Pd by sputtering (300T D, Quarum/EMS). Imaging was carried out 
by detection of secondary electrons using an in-lens detector at an accelerating 
voltage of 15 kV. For TEM characterization, Formvar/Carbon square grids 
(Electron Microscopy Sciences, no. FCF400-CU-SB) were first treated by glow 
discharge to render the carbon coating hydrophilic. Subsequently, a 1-µl sample 
of BSA, BSA/GA, AuNP, BSA/AuNP, AuNW, BSA/AuNW or BSA/AuNW/GA 
was deposited on the grid, wicked with a filter paper after 1 min and imaged 
at 80 kV. Nanocomposite coatings were prepared on freshly exposed mica 
substrates and characterized by AFM in non-contact tapping mode using tips 
with radius curvature <7 nm (Nanoandmore, no. PPP-FMR-10) to determine 
the morphology and roughness of the coating. Characterization of BSA and 
BSA/GA coating thickness was carried out by partially peeling off the substrate 
containing either coating.

Porosity calculation, pore density and average pore-to-pore distance. Analysis to 
determine the porosity of the BSA/AuNW/GA coating was carried out with ImageJ 
1.52a (National Institutes of Health) on SEM images using the same protocol for 
all files. First, the image contrast background was increased at a specific threshold 
(up to 120, from 255 levels) where the pores were readily identified, then total 
pore number was counted considering circularity from 0 to 0.9. Porosity value 
(percentage of area occupied by pores) was extracted, as well as average pore radius 
(assuming the pores were perfect circles), and we also considered percentage of 
pores <20 nm as a relevant parameter (size of BSA). Pore density was calculated 
by dividing the number of pores by the area analysed. Pore-to-pore distance was 
calculated by considering the pores as being uniformly distributed across the area 
of the coating, then the average nearest-neighbour distance between the pores 〈Ra〉 
could be calculated with the formula36:

Rah i ¼ N�1=2
a

2
ð1Þ

where Na is the number of particles per area.
The topographic data from AFM were analysed with Gwyddion 2.53 to extract 

the root mean square of the roughness, to measure the maximum pore depth and 
to calculate the average pore depth (n = 100).

Calculation of minimum pore-to-pore distance for steady-state behaviour 
considering diffusion of species. The minimum inter-micro-electrode distance 
required to avoid overlapping between adjacent diffusion layers can be estimated 
by the root mean square displacement of the electro-active diffusing particles using 
the following formula37:

δ>2

ffiffiffiffiffiffiffiffiffiffiffiffiffi
2D

ΔE
ν

r
ð2Þ

where D (cm2 s−1) is the diffusion constant of the reacting species, ΔE (V) is the 
potential difference between the onset of electrolysis and the potential at which 
steady-state current is obtained and v (V s−1) is the scan rate. Using the parameters 
D = 7.4 × 10−6 cm2 s−1, ΔE = 0.2 V and ν = 1 V s−1, a minimum pore-to-pore distance 
for observation of steady-state currents should be δ > 34.4 µm. Considering that 
the average pore-to-pore distance of our coating is only 59 nm, the electro-active 
species would diffuse rapidly and readily overlap neighbouring pores, yielding 
highly overlapped diffusion profiles.

Prediction of electrochemical behaviour of micro-electrode array/ensemble 
using Guo and Lindner theoretical framework. Guo and Lindner defined 
guidelines to design recessed microdisk electrode arrays, and constructed a 
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diagram based on different simulations to predict the behaviour of these arrays in 
cyclic voltammetry using dimensionless units17. We need to consider pore radius 
a (nm), pore-to-pore distance (in pore radius units) and the dimensionless scan 
rate V according to the formula:

V ¼ nFνa2

4RTD
ð3Þ

where F (96,485 C mol−1) is the Faraday constant, v (V s−1) is the scan rate, R is the 
gas constant, T (K) is the temperature and D (cm2 s−1) is the diffusion constant. 
Considering our average pore radius, a = 19 nm, the average nearest-neighbour 
distance between the pores, d = 71 nm (3.7a) and the fastest scan rate employed in 
our experiments, v = 1 V s−1 (4.8 ×10−6 dimensionless scan rate), we find that the 
predicted transient voltammogram (domain V)17 is in good agreement with our 
results. We would have to reach scan rates of ~250 V s−1 or increase the average 
pore-to-pore distance from 71 to 228 nm to start observing quasi-steady-state 
behaviour (domain IV)17. Recessed electrodes obstruct the expansion of the 
diffusion layers, thereby delaying the overlapping of adjacent diffusion layers and 
effectively lowering the required pore-to-pore distance to achieve steady-state 
currents by up to 50%. However, even considering the recess, we would still expect 
highly overlapped diffusion layers.

In the case of BSA/AuNP coating (1:1,000 dilution), we consider a = 10 nm 
(AuNP radius) and the distance between the pores as d = 193 nm (19.3a), and 
therefore the distance between pores is sufficiently large and a quasi-steady-state 
behaviour is predicted (domain IV)17.

Determination of diffusion-limited electrochemical processes with the 
Randles–Sevcik equation. Evaluation of voltammograms (peak current and peak-
to-peak distance), at different scan rates, can be used to determine whether an 
analyte is freely diffusing in solution if the peak current ip (A) of the oxidation and 
reduction is linearly correlated to the square root of the scan rate v (V s−1). This 
relationship is defined by the Randles–Sevcik equation11:

ip ¼ 0:446nFAC0 ´
nFνD0

RT

� �1=2

ð4Þ

where n is the number of electrons transferred in the redox event, A (cm2) is the 
electrode geometric surface area, D0 (cm2 s−1) is the diffusion coefficient of the 
analyte and C0 (mol cm−3) is the bulk concentration of the analyte.

Functionalization of BSA/AuNW/GA-coated electrodes with antibodies using 
carbodiimide chemistry. BSA/AuNW/GA-coated chips were functionalized 
with antibodies through carbodiimide activation of the carboxylic acid groups 
of the amino acids in BSA—that is, aspartic acid and glutamic acid. The chips 
were incubated with 400 mM N-ethyl-N'-(3-dimethylaminopropyl)carbodiimide 
(Sigma-Aldrich, no. 03449) and 200 mM N-hydroxysuccinimide (Sigma-Aldrich, 
no. 130672) in 0.1 M 2-(N-morpholino)ethanesulfonic acid buffer pH 6.0 (Sigma-
Aldrich, no. M3671) for 30 min, rinsed with ultra-pure water and dried. Antibody 
solutions (20 μg ml−1) were prepared in 0.5% glycerol in PBS and deposited on 
specific working electrodes using a ceramic hollowed needle (diameter 350 µm; 
LabNEXT, Inc., no. 007-350). Different combinations of antibodies could be 
spotted on different electrodes of the same chip to generate specific and control 
electrodes for different purposes and assays. The antibodies used were anti-
PSA (Medix Biochemica, no. 100102), anti-IL-6 (Thermo Fisher Scientific, no. 
CHC1263), anti-insulin (R&D Systems, no. DY8056-05) and anti-glucagon 
(R&D Systems, no. DY1249). The chips were later incubated in a water-saturated 
atmosphere overnight at 4 °C, rinsed and washed with PBS in a shaker for 30 min. 
Then, 10 µl of 1-M ethanolamine (Sigma-Aldrich, no. E9508) in PBS, adjusted 
to pH 7.4 with HCl, was drop-cast on each electrode and incubated at room 
temperature for 30 min. Chips were thoroughly rinsed in ultra-pure water, dried 
and stored in 1% BSA at 4 °C for up to 1 month before use.

BSA/AuNW/GA coating optimization. The percentage of GA and concentration 
of BSA during preparation of the coating were optimized, with the latter ranging 
0, 0.1, 1 and 5 mg ml−1 and the former ranging 0, 0.1, 1 and 5% (v/v). Coating time 
was optimized by 1-h, 4-h, 8-h, 1-d and 2-d incubation periods in BSA/AuNW/
GA solution, after which the electrode chips were washed in PBS under shaking 
for 30 min. The coatings were characterized electrochemically before, and after, 1-d 
incubation in 1% BSA.

Calculation of linkage distribution of each BSA protein as a discrete probability 
distribution. Although the average binding site for a coating is, for instance, 3.9 
as in the case of the coating 5 BSA/1 GA, we do not expect all BSA molecules to 
have exactly this number of bonds. With Poisson distribution38 we can calculate 
the probability of observing each potential number of bonds between two BSA 
proteins according to the formula:

P k events in intervalð Þ ¼ e�λ λ
k

k!
ð5Þ

where λ is the average linkage per BSA and k (%) is the number of linkages 
associated with BSA. So, for the coating 5 BSA/1 GA that has an average number 
of 3.9 pyridine polymer molecules—that is, linkages per BSA protein (λ = 3.9), we 
can calculate the percentage of BSA molecules with 0 linkages (k = 0) as 2.02%, BSA 
molecules with one linkage (k = 1) as 7.87%, two linkages as 15.36% and so on.

Antifouling properties and shelf-life of the coatings. The BSA/AuNW/GA-
coated electrodes were challenged against 1% BSA, human serum and human 
plasma for 1 h, 1 d, 1 week and 1 month at 4 °C. Human plasma and serum samples 
were made from an anonymized apheresis collar, and aliquots were stored in 
propylene tubes at −80 °C. The results were compared against a bare gold electrode, 
and against gold electrodes coated with PEG-SAM, betaine-SAM or betaine/
PEG-SAM. For the shelf-life storage test, BSA/AuNW/GA-coated electrodes were 
maintained under five different conditions: N2 atmosphere at 4 °C, on the shelf at 
room temperature, PBS at room temperature, PBS containing 1% BSA and 0.05% 
Tween 20 at 4 °C and in a desiccator at 4 °C. After 1 month the electrodes were 
characterized by cyclic voltammetry.

Electrochemical enzymatic sandwich detection of IL-6 in human plasma. A 
laser-cut polymethyl methacrylate sheet, with inlet and outlet holes for liquid 
injection, was fixed on the surface of the electrode chips using a laser-cut, double-
sided bonding tape channel to create an assay cell (internal volume 10 µl). All 
reagents and dilutions used in electrochemical enzymatic detection and the 
washing steps were prepared in assay buffer (1% BSA and 0.05% Tween 20 in PBS). 
The IL-6 biosensor chips were incubated with assay buffer for 30 min and flushed 
with 200 μl of assay buffer after each step. Soluble IL-6 (Thermo Fisher Scientific, 
no. CHC1263) was spiked at different concentrations in undiluted human plasma 
samples containing 1% (v/v) protease inhibition cocktail (Sigma-Aldrich, no. 
P8340) and incubated in the chips for 1 h. The biotinylated anti-IL-6 detection 
antibody (Thermo Fisher Scientific, no. CHC1263) was diluted to 1 µg ml−1 and 
incubated in the chips for 15 min. To complete the assay, poly-HRP streptavidin 
(Thermo Fisher Scientific, no. 21140) diluted 1:5,000 in assay buffer was incubated 
for 5 min. Precipitating TMB (Sigma-Aldrich, no. T9455) was incubated in the 
chips for 1 min. After the final flushing step, the electrodes were interrogated 
by cyclic voltammetry at a scan rate of 1 V s−1 between −0.5 and 0.5 V (versus 
open circuit potential). The electrodes were regenerated using 200 µl of 2-mM 
glycine hydrochloride (Sigma-Aldrich, no. G2879) and the assay was repeated 
immediately, then again after storage for 1 week and 1 month in 1% BSA at 4 °C.

Three other calibration curves were obtained under different conditions, using 
a different matrix (PBS and assay buffer) and/or a different coating (PEG-SAM). In 
these cases, all assay reagents including IL-6 were dissolved in PBS or assay buffer 
rather than human plasma, and performance was compared with a PEG-SAM-
based antifouling coating.

Electrochemical impedance characterization of IL-6 biosensor fabrication and 
electrochemical enzymatic sandwich detection assay. Fabrication of the IL-6 
biosensor and subsequent electrochemical enzymatic sandwich IL-6 detection 
assay were characterized after each step by EIS (Supplementary Fig. 8a). The Rct 
of the working gold electrode surface at each assay step was determined by fitting 
the data from Nyquist plots (Supplementary Fig. 8b) to a Randles equivalent 
circuit (Supplementary Fig. 8c)39. The RS models the resistance of the solution, 
the constant phase element (non-ideal capacitance) is used to model the double-
layer capacitance (Cdl) and, in parallel, the Rct and a Warburg element (ZW) 
model the diffusion of electro-active species in solution. These fitting values, as 
well as the goodness of fitting (χ2), for both IL-6-specific electrodes and insulin 
control electrodes, were extracted after each assay step and are presented in 
Supplementary Table 2.

BSA/AuNW/GA fouling test with PSA. All reagents were prepared in assay 
buffer (1% BSA and 0.05% Tween 20 in PBS at pH 7.0), and 200 µl was flushed 
into the chip after each step. BSA/AuNW/GA-coated electrodes functionalized 
with anti-PSA or anti-IL-6 antibodies, or non-functionalized, were incubated 
with 10, 0.1 or 0 ng ml−1 PSA (Biospacific, no. J63011) for 1 h. Detection antibody 
(1 µg ml−1), labelled previously with HRP using a Lightning Link HRP Conjugation 
Kit (Expedeon, no. 701-0000), was incubated on the electrodes for 15 min. 
Precipitating TMB (Sigma-Aldrich, no. T9455) was incubated for 1 min and the 
electrodes interrogated by cyclic voltammetry at a scan rate of 1 V s−1 between −0.5 
and 0.5 V (versus open circuit potential).

Calibration curve and LOD. The calibration curves for the different biosensors 
were built by measuring the current density of TMB oxidation at each 
concentration of IL-6 and fitting the values to a logarithmic relationship:

y ¼ a ´ ln xð Þ þ b ð6Þ

where y is the current density, x is the concentration of IL-6 and a and b are the 
fitting parameters. The nonlinear regression was fitted using the least-squares 
fitting method. LOD is defined as the concentration value of the calibration curve 
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(xLOD) when yLOD is the average current density of the blank plus threefold the s.d. 
of the blank:

yLOD ¼ yblank þ 3 ´ σblank
� �

ð7Þ
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Statistics
For all statistical analyses, confirm that the following items are present in the figure legend, table legend, main text, or Methods section.

n/a Confirmed

The exact sample size (n) for each experimental group/condition, given as a discrete number and unit of measurement

A statement on whether measurements were taken from distinct samples or whether the same sample was measured repeatedly

The statistical test(s) used AND whether they are one- or two-sided 
Only common tests should be described solely by name; describe more complex techniques in the Methods section.

A description of all covariates tested

A description of any assumptions or corrections, such as tests of normality and adjustment for multiple comparisons

A full description of the statistical parameters including central tendency (e.g. means) or other basic estimates (e.g. regression coefficient) 
AND variation (e.g. standard deviation) or associated estimates of uncertainty (e.g. confidence intervals)

For null hypothesis testing, the test statistic (e.g. F, t, r) with confidence intervals, effect sizes, degrees of freedom and P value noted 
Give P values as exact values whenever suitable.

For Bayesian analysis, information on the choice of priors and Markov chain Monte Carlo settings

For hierarchical and complex designs, identification of the appropriate level for tests and full reporting of outcomes

Estimates of effect sizes (e.g. Cohen's d, Pearson's r), indicating how they were calculated

Our web collection on statistics for biologists contains articles on many of the points above.

Software and code
Policy information about availability of computer code

Data collection Electrochemical data was acquired using Nova 1.11 and EC-Lab(R) Software V11.20. 
AFM topography was acquired with Asylum AR14 (Igor 6.3) and Nanoscope (R) Illa 5.31R1. 
TEM images were acquired with TEM Center 1.3.4.2698. 
SEM imaged were acquired with SmartSEM 5.09. 
Circular dichroism spectra was acquired with Spectrum Manager 2 
UV spectra was acquired with NanoDrop 1.6.198

Data analysis Data analysis was carried out using Office Excel 2019, Prism 7, ImageJ 1.52a and Gwyddion 2.52

For manuscripts utilizing custom algorithms or software that are central to the research but not yet described in published literature, software must be made available to editors/reviewers. 
We strongly encourage code deposition in a community repository (e.g. GitHub). See the Nature Research guidelines for submitting code & software for further information.

Data
Policy information about availability of data

All manuscripts must include a data availability statement. This statement should provide the following information, where applicable: 
- Accession codes, unique identifiers, or web links for publicly available datasets 
- A list of figures that have associated raw data 
- A description of any restrictions on data availability

The data that support the plots within this paper and other findings of this study are available from the authors upon reasonable request.
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Life sciences study design
All studies must disclose on these points even when the disclosure is negative.

Sample size We carried out quadruplicates for each condition tested in order to, at least, have a triplicate in case we lose one due to human error. A 
triplicate already offers precision in the measurements to have confidence in average measured values and to determine a standard 
deviation. Also, our findings were validated by three investigators and have been continuously used ever since.

Data exclusions The exclusion criteria during data acquisition was pre-established based upon the unwanted external interference with the experiment. For 
instance, electrochemical data could be excluded if voltammograms or impedance spectra showed only noise, clearly indicating that the 
electrodes or electric paths were defective (cut) or connections were not properly connected. Electrochemical data could also be eliminated 
during acquisition due to human mistake, for instance starting the experiment in wrong conditions, or due to accidents during acquisition 
(touching electrodes during measurement or spilling the solution). All these issues were always confirmed (for instance checking under the 
microscope that the electric path of the electrode was cut and that was the reason for the noise) before repeating the experiment, and no 
data was excluded during analysis.

Replication The findings described in the manuscript reporting the fabrication of the optimum antifouling coating were validated by three investigators 
(the first three authors of the manuscript). They followed the protocols described to obtain an antifouling coating on the electrode chips using 
triplicates, they measured the electrochemical properties (current density and peak-to-peak separation) right after the coating was prepared 
and after 1-day incubation in 1% BSA and confirmed that the electrode were as good as expected. Moreover, this protocol has been used 
continuously by author 1 and 3 in different laboratories to fabricate electrochemical affinity biosensors for measuring biomarkers present in 
complex media ever since.

Randomization Randomization was not relevant in our studies because there was no possibility of selection bias, i.e. we did not have to select samples/chips 
from a pool. All the chips used for replication were identically the same, and the selection of parameters like the nanomaterial used in the 
composition of the coating, concentration of BSA or GA and incubation time, were properly tested in specific fouling assays or selected 
through optimization assays using a range of conditions.

Blinding Blinding was not relevant in our studies because we did not have a preference for the materials or the conditions used.

Reporting for specific materials, systems and methods
We require information from authors about some types of materials, experimental systems and methods used in many studies. Here, indicate whether each material, 
system or method listed is relevant to your study. If you are not sure if a list item applies to your research, read the appropriate section before selecting a response. 

Materials & experimental systems
n/a Involved in the study

Antibodies

Eukaryotic cell lines

Palaeontology

Animals and other organisms

Human research participants

Clinical data

Methods
n/a Involved in the study

ChIP-seq

Flow cytometry

MRI-based neuroimaging

Antibodies
Antibodies used - Human anti-PSA (capture)(Product #100102, Lot #0038604, Medix Biochemica, USA). Clone number not provided. 20 μg/mL 

- Human anti-PSA (detection) (Product #100103, Lot #0037434, Medix Biochemica, USA). Clone number not provided. 1 μg/ml 
- IL6 Human Matched Antibody Pair (capture) (Product #CHC1263, Lot #170401, Thermo Fisher Scientific, USA). Clone number 
not provided. 20 μg/mL 
- IL6 Human Matched Antibody Pair (biotinylated) (Product #CHC1263, Lot #170401, Thermo Fisher Scientific, USA). Clone 
number not provided. 1 μg/ml 
- Human anti-insulin (capture) (Product #DY8056-05, Lot# P124761, R&D Systems, USA). Clone number not provided. 20 μg/mL 
- Human anti-insulin (biotinylated) (Product #DY8056-05, Lot# P124761, R&D Systems, USA). Clone number not provided. 1 μg/
ml 
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- anti-glucagon (capture) (Product #DY1249, Lot #CCMM0414121, R&D Systems, USA). Clone number not provided. 20 μg/mL 
- anti-glucagon (biotinylated) (Product #DY1249, Lot #HVE0114121, R&D Systems, USA). Clone number not provided. 1 μg/ml

Validation - anti-PSA set: Immunoreactivity of 80–120 % compared to the reference sample in an FIA test (https://
www.medixbiochemica.com/en/antibodies-antigens/tumor-markers/#anti-h-psa-8301-sprn-5) 
- anti-IL6 set: A calibration curve is provided in the website as well as a list of 17 publications citing the use of the set. (https://
www.thermofisher.com/elisa/product/IL-6-Human-Matched-Antibody-Pair/CHC1263) 
- anti-insulin: A calibration curve is provided in the website as well as 1 publications citing the use of the set (https://
www.rndsystems.com/products/human-canine-porcine-insulin-duoset-elisa_dy8056-05#product-citations) 
- anti-glucagon: A calibration curve is provided in the website as well as 2 publications citing the use of the set (https://
www.rndsystems.com/products/glucagon-duoset-elisa_dy1249)
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